[Automatic analysis and research on the trend of ST-T segment based on KL transform].
In view of the limitation of monitoring the trend of ST segment with the traditional method(ST level), we introduce a new monitor method based on KL transform. This method has overcome many disadvantages of ST level, e.g. the susceptibility to interference, a large variation of performance and the reflection of isolated characteristic. This method can characterize the signals stably and adequately. We have made experiment and analyzed the property of this method by using the standard database. The results indicate that the KL transform is of great clinical significance in detecting and monitoring the abnormality of the ST-T segment waveform over a long period of time, and the effect of monitor is also laid on the selection of KL series.